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Reusable Anaerobic System for Microbiological Studies: A Concept 



( Disposable ) 


A compact, reusable, inexpensive chamber system 
has been designed for use in microbiological studies of 
anaerobic organisms, where incubation in a 10% partial 
CO 2 atmosphere is required for cultivation. A number 
of bacteria pathogenic to man, particularly the gono- 
coccus, meningococcus, and brucella require an atmos- 
phere of higher than normal CO 2 content. 


The reusable anaerobic system, shown in the Fig- 
ure is composed of a simple semirigid incubation cham- 
ber (Teflon lined beta cloth or similar material) with a 
clear Teflon window, airtight zipper and internal com- 
partments for petri dishes or microbiological plates. A 
small, low pressure CO 2 cartridge, similar to cartridges 
employed for CO 2 guns, supplies the carbon dioxide in 
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Patent status: 


the chamber’s atmosphere. The CO 2 delivery system is 
composed of a cartridge firing lever mounted in an air- 
tight cap, a delivery tube, and an optional one-way valve. 

The system, because of its low cost and simplicity, 
should be of interest to educational institutions, esr 
pecially medical schools, medical laboratories, and the 
manufacturers of biological and pharmaceutical supplies. 

Notes: 

1. This invention is in the conceptual stage only. At the 
time of this publication no model or prototype exists. 

2. No additional documentation is available. Specific 
questions, however, may be directed to: 

Technology Utilization Officer 
Manned Spacecraft Center, Code JM7 
Houston, Texas 77058 
Reference: B7 1 - 10495 


No patent action is contemplated by NASA. 
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